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  ALK+ INLINE FILTER CARTRIDGE TEST REPORT
     

Report# No.2018-FC-013
Report Date:11/21/2018
Sample name:ALK+ inline filter cartridge

Influent Water pH TDS ORP
R.O water 6.35 37 131

ALK+ inline filter cartridge #1 (60 psi at 1 LPM)

Liters pH TDS ORP
100 9.48 69 -278
200 9.31 68 -210
500 9.27 66 -208
1000 9.22 66 -210
1500 9.15 64 -199
2000 9.04 61 -189
2500 8.94 61 -185
3000 8.89 58 -179
3500 8.81 58 -178
4000 8.77 57 -173
4500 8.75 55 -169
5000 8.71 52 -163
5500 8.69 50 -159
6000 8.65 49 -157

Noted: The test results are only related to the filter cartridges tested, in the 
condition received at the laboratory.

刘方超
Liu Fangchao
Lab Director
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